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EasiJect Sterile Needles 

Instructions for Use 

 
IMPORTANT 
Read this ‘Instructions for Use’ document before use. This product is for professional use only. 
SPECIALLY FORMULATED FOR USE IN DENTISTRY 
 

IDENTIFICATION 
Sterile dental injection needles for single use which are used in dental cartridge syringe for injection of dental 
local anaesthetics. 

Product Name EasiJect Sterile Needles 

Distributed by Perfection Plus Ltd 

Company Address 6 Westwood Court, Brunel Road, Totton, Hampshire, SO40 3WX, UK 

Company Phone No. +44 (0) 2380 866 677 

 

PRODUCT CODE- 

PP013/0200 EasiJect Sterile Needles 27Gx21mm Pk 100 Imperial 

PP013/0203 EasiJect Sterile Needles 27Gx35mm Pk 100 Imperial 

PP013/0206 EasiJect Sterile Needles 30Gx12mm Pk 100 Imperial 

PP013/0208 EasiJect Sterile Needles 30Gx21mm Pk 100 Imperial 

PP013/0209 EasiJect Sterile Needles 30Gx25mm Pk 100 Imperial 

PP013/0300 EasiJect Sterile Needles 27Gx21mm Pk 100 Metric 

PP013/0301 EasiJect Sterile Needles 27Gx25mm Pk 100 Metric 

PP013/0303 EasiJect Sterile Needles 27Gx35mm Pk 100 Metric 

PP013/0306 EasiJect Sterile Needles 30Gx12mm Pk 100 Metric 

PP013/0307 EasiJect Sterile Needles 30Gx16mm Pk 100 Metric 

PP013/0308 EasiJect Sterile Needles 30Gx21mm Pk 100 Metric 

PP013/0309 EasiJect Sterile Needles 30Gx25mm Pk 100 Metric 

PP013/0310 EasiJect Sterile Needles 30Gx30mm Pk 100 Metric 
 
INSTRUCTIONS FOR USE 

         
 
 

                    ①                                         ②                                             ③  

1. Break the hermetic seal (Twist cap to open – Do not bend or snap open). 
2. Connect the needle on the dental cartridge syringe. 
3. Remove the protective cap to use. 
 
CAUTION 

• Do not use if seal is broken 

• Do not reuse to avoid patient cross-infection 

• Do not bend the needle; If the needle is bent, the needle can break in tissue and cause injury. 

• Do not touch the needle tip and dispose of it using the protective cap to prevent infection and be pricked after use. 
 
STORAGE 
Store at room temperature. 
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EXPLANATION OF SYMBOSL USED 
 

 Catalogue number  
 

Non Sterile 

LOT Batch code  
 

Avoid direct sunlight 

 Use by date 
 

Temperature limit 

 Manufacturer  
 

Caution 

 
Distributor 

 
Medical Device 

 
Importer 

 
Ec Rep 

 
Consult Instructions for use 

 
UDI 

 EO Sterilisation 
 

Do not use if packaging is damaged 

 Do not re-use 
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