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RestorePLUS Cavity Liner 
 

Instruction For Use 
 

RestorePLUS Cavity Liner is a light curing, radiopaque polymer-based glass ionomer composite cavity liner with a flowable 

consistency. Glass reinforced and fluoride releasing. Compatible with all commercially available restorative materials and 

cements. Radiopacity value ≥ 1mm of aluminum. 
 

Product Name RestorePLUS Cavity Liner 

Distributor Perfection Plus Ltd 

Address 6 Westwood Court, Brunel Road, Totton, Hampshire, SO40 3WX, UK 

Phone No. +44 (0) 2380 866 677 
 

PRODUCT CODE -  
 

010/0027 RestorePLUS Cavity Liner 2x2g Syringe & 5 Tips  
 

Intended Use: Dental cavity liner 
Use environment: Dental practice 
Patient target group: People treated in the course of a dental procedure with no limitations in age or gender. 
 

COMPOSITION 
Methacrylate resins  
Inorganic fillers containing mixed oxides, glass ionomer powder and fluoride salts 
Initiators 
Stabilizers 
 

INDICTATIONS 
• Reinforcing floor of the cavity prior to application of filling materials 

• Lining cavity walls prior to application of filling materials 
 

APPLICATION 
SYRINGE (Take appropriate measures to avoid cross contamination between patients): 
Prepare the cavity in a conventional manner. Rinse the cavity and dry avoiding any contamination. Remove cap of syringe 
and attach a disposable syringe tip. Syringe tips are for single use only. Apply the material directly over the dentine. In case 
increased adhesion is required, a suitable adhesive can be used prior to the application of RestorePLUS Cavity Liner. The 
first layer should be no more than 0.3 – 0.5 mm thick. Carefully remove any material inadvertently applied over enamel 
margins. Light cure, keeping the tip of the light as close to the surface as possible.  
Light cure each layer with a halogen, LED light (≥400mW/cm²). Curing wavelength 470±20nm. Be aware that 
polymerization may be started by ambient lighting or the dental operating light. 
 

Curing Time   
30 seconds (400-1000mW/cm²) / 20 seconds (>1000mW/cm²) 
 

Apply a second layer, if required. The second layer may be up to 1.5mm thick. Remove disposable syringe tip and place cap 
on syringe immediately after use. 
Apply the filling material according to the manufacturer’s instructions for use. In case of use under water-based cements, 
wipe surface of cured cavity liner with alcohol to remove any traces of uncured resin. 
 

STORAGE 
Store at 4-25°C (39-77°F). If temperature exceeds this, storing in refrigerator is recommended. 
Caution: Do not freeze, do not expose to direct light or other heat sources. Return to room temperature before use. 
Keep material out of children’s reach. 
 

LOT NUMBER AND EXPIRY DATE 
The above are printed on each package and should be quoted in all correspondence which requires identification of the 

product. 
 

PRECAUTIONS 
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• Use of protective gloves and a no-touch technique is recommended  

• Do not use any resin to adjust viscosity of composite material  

• RestorePLUS Cavity Liner adheres to products containing methacrylates such as crown and bridge materials, sealing 
materials and certain impressions such as polyether and this can lead to damage or removal of the lining. In these 
cases, a separating agent such as vaseline is recommended     

• Replace cap immediately after use 

• Neither store the composite material in proximity of eugenol containing products, nor let the composite come into 
contact with materials containing eugenol. Eugenol can impair the hardening of the composite and causes 
discoloration 

• Avoid contact with skin and eyes. In case of contact, rinse immediately with plenty of water and consult a physician if 
necessary  

• Seek immediate medical attention in case of ingestion 

• Do not use after the use-by date 
 

CONTRAINDICATIONS 
Application of the above material is contraindicated: 
- If a dry working field cannot be established 
- If a patient is known to be hypersensitive or allergic to any of the ingredients  
- If applied directly on exposed pulp (apply over conventional calcium hydroxide paste) 
 

DISPOSAL 
Dispose of the product according to local regulations as applicable 
 

USERS / FOR PROFESSIONAL USE ONLY 
These materials have been developed for use exclusively by dental professionals and must be handled according to the 
instructions of use. The recommendations included in the instructions correspond to the actual state of knowledge 
regarding dental techniques. This does not relieve the user from determining the suitability of the product for its intended 
purpose. The manufacturer cannot be held responsible for damages caused by other uses or incorrect handling. 
 

REPORTING OBLIGATIONS 
Should a serious incident in relation to this product occur, it should be reported to the manufacturer and the competent 
authority. 
 

ΝΟΤΕ 

The Summary of Safety and Clinical Performance (SSCP) can be found at the European Database on Medical Devices 
(EUDAMED) at https://ec.europa.eu/tools/eudamed. Basic UDI-DI: 5206569COTH53SQ 
 
 

SYMBOLS GLOSSARY 

 Medical device  Catalogue number 

 Consult instructions for use  Batch code 

 Caution  Use-by date 

 
Keep away from direct sunlight  Unique device identifier 

 Temperature limit  Manufacturer 

 Distributor  EU conformity mark 

 

 

 

 

DMP Dental Industry S.A. 
Kalyvion Avenue, Markopoulo  
Industrial Zone,  

 Perfection Plus Ltd 
6 Westwood Court 
Brunel Road, Totton 

       
          2803 

https://ec.europa.eu/tools/eudamed
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Attiki 190 03, Greece 
Tel: +30 22990 23041, 
www.dmpdental.com 

Hampshire 
SO40 3WX, UK 
www.perfectionplus.com 
Regulatory@perfectionplus.com 

 

http://www.perfectionplus.com/

